We previously introduced three different fiducial marker-based correction methods (2D projection shifting, 2D projection warping, and 3D image warping) for patients' involuntary motion in the lower body during weight-bearing Carm CT scanning. The 3D warping method performed better than 2D methods since it could more accurately take into account the lower body motion in 3D.
INTRODUCTION
Imaging patients in vivo under non-weight-bearing might lead to altered diagnoses regarding knee cartilage health since knee joint kinematics in supine or prone positions have been shown to be different from those under weight-bearing conditions [1] [2] [3] . A C-arm cone-beam CT system has flexible imaging trajectories as well as wide volumetric beam coverage which enable the system to image both knees together under weight-bearing conditions [4] [5] [6] .
However, standing subjects have more involuntary motion than patients lying on a table and thus reconstructed images acquired under weight-bearing conditions are particularly susceptible to severe motion artifacts. Our previous study proposed the use of fiducial markers for three different correction methods in two dimensions (2D) or three dimensions (3D) for involuntary motion compensation [5] . The three methods (2D projection shifting, 2D projection warping, and 3D image warping) effective in improving quantitative and qualitative image quality . The 3D image warping method performed best and showed the largest increase in the Structural SIMilarity (SSIM) index since 2D methods cannot accurately incorporate fiducial marker locations in 3D along the x-ray path [5] .
The 3D image warping method is still limited as it warps 3D images for each projection image during the process of reconstruction, which violates the assumption of the filtered back-projection algorithm that a subject is immobile during the scanning. This patient motion combined with our correction approach caused distortion of distancerelated weightings and resulted in low-frequency background noise over the entire image and higher overall CT number compared to the 2D methods. In this study, we propose a simple but effective improved 3D warping method incorporating one step of a Landweber type iteration [7] and bilateral filtering [8] to remove this artifact.
MATERIALS AND METHODS

Experimental setup
A C-arm cone-beam CT system (Axiom Artis dTA, Siemens AG, Forchheim, Germany) with a flat panel detector was used to image five healthy volunteers while standing in an upright position and squatting at different knee flexion angles. The acquisition protocol consisted of 70 kVp tube voltage request, 1.2 µGy/frame detector dose request, and 248 frames over π plus fan angle in 10 seconds. Each individual projection has 1240 × 960 pixels with 0.308 mm isotropic resolution after 2 × 2 binning. A total of nine tantalum spherical markers with 1mm diameter were carefully attached around both knees. A geometrical calibration for the weight-bearing C-arm trajectory (i.e. a C-arm rotates in a horizontal trajectory) was achieved using the PDS-2 phantom which generated 248 projection matrices [6] .
Estimation of the static reference marker coordinates in 3D
The static reference marker x (i.e. 3D reference) coordinates (x , y , z ) of each marker were estimated by backprojecting the marker in 2D multiple projection images using the acquired projection matrices as follows. First, a projection matrix linked an individual voxel in 3D to the 2D point in every projection image as shown in Eq. (1).
where (u , v ) indicates a marker's 2D coordinates in the j th projection image, p , is the element in m th row and n th column of the j th projection matrix (P j ), ξ is a homogeneous term, and p , = p , p , p , [9] . Several rearrangements lead to Eq. (2) below. The complete derivation can be found in Choi et al [9] .
where N (248) is the number of projections. The objective function in Eq. (2) basically finds a point that fits the projected points best. Hereafter, the 3D reference's forward-projected point in the 2D projection is called the 2D reference ( , = P ·(x , y , z )).
Improved 3D warping motion correction method (i.e. iterative 3D warping)
The previous 3D warping method found an optimal rotation matrix R j and translation matrix T j for a volumetric image in the j th projection minimizing the Euclidean distance from the i th marker ( , ) to the R j -and T j -transformed 2D reference ( , ). [5] The optimization problem is found as described in Eq. (3) below.
Embedding of the motion into the back-projection was performed as described in D. Schaefer et al. (2006) [10] . Graphics hardware (GPU) [11] accelerated-reconstruction was performed using our software framework (CONRAD) [12] to generate 512×512×512 voxels with 0.5 mm isotropic spacing. The reconstruction was performed with a modified Shepp-Logan ramp filter with roll-off [13] for a smooth cutoff at high frequencies.
Then, a bilateral filter was applied to image voxel vector x 0 of the initial motion-corrected reconstruction. A bilateral filter decides a weight for the individual voxel vector based on spatial distance (σ s ) as well as the radiometric differences (σ r ) which enables the smoothing of noise only if the noise level is below the minimum amplitude of an edge (σ r ) that we want to preserve. Note that following a normal Gaussian distribution, there will be still about 68 % smoothing at an edge of σ r . In this study, σ r is set based on the intensity difference between fat and muscle. Finally, we initialized a Landweber-type reconstruction in one step using the FDK algorithm [7, 14] . Note that this combination of bilateral filtering and Landweber iterations is an approximation of a TV-regularized iterative reconstruction [15] . These processing steps are described in order below.
i. Acquire initial motion-corrected reconstruction (x ) using the 3D warping method and Eq. (3) ii.
Apply a 3D bilateral filter on voxel vector x with σ s and σ r iii.
One step Landweber-type reconstruction using the FDK algorithm: x = x + λA b − Ax , where A is a forward-projector, A T is a backward-projector, λ is a step size, and b is projected data in 2D.
In the step (iii) above, λ was determined heuristically as 0.5. The computed motion (R j and T j ) was embedded in A and A T .
Measurement of noise reduction and the line profile
In order to assess the image quality of the resulting images (x ) compared to the initial motion-corrected reconstruction (x ), we measured noise level (% standard deviation) over the air region between legs as indicated by the arrow in Figure 1 (c3) . We also measured the two line profiles across the edge between fat and muscle, and the edge between cortical bone and fat which represent an edge with a low contrast and an edge with high contrast, respectively.
No correction
2D shifting
3D warping Iterative 3D warping Figure 1 shows representative reconstructed slices of the subject with the largest involuntary motion among five healthy volunteers. In order to compare noise level, motion correction using the 2D simple shifting (refer to Choi et al. [5] ) was also applied. As the arrows in (a3) and (b3) indicate, tantalum markers induced fan-shaped radial streaks which degraded soft tissue visibility. The iterative 3D warping in the rightmost column almost completely suppressed the streak artifacts. The arrows in (c3) point to the areas where severe low-frequency background noise is present. The iterative 3D warping successfully decreased the background noise over the entire image. Noise levels for (c1 to c4) were 33.3, 12.2, 11.7, and 9.5 %, respectively. As expected from the edge-preserving property of a bilateral filter, edges over the threshold level (σ r ) were well preserved. Because of the reduction of noise and artifacts, the iterative 3D warping improved image quality compared to the previous 3D warping. Figure 1 . Representative reconstructed slices of a healthy volunteer squatting at a 35˚ knee flexion angle. The first row (a1 to a4), the second row (b1 to b4), and the third row (c1 to c4) show upper off-center, central, and lower off-center axial slices. The rightmost column contains slices corrected using our newly proposed iterative 3D warping method. Figure 2 shows the line profiles of the weak edge (muscle-fat) and strong edge (bone-fat). The line profiles were acquired from the same subject data as in Figure 1 . As observed qualitatively in Figure 1 , the line profiles of the weak edge confirmed that edges with low contrast were well preserved without serious degradation of spatial resolution. The iterative 3D warping made both the weak edge and strong edge more distinctive by suppressing noise and artifacts in the low density material (fat). For instance, compared with the 3D warping, the iterative 3D warping increased the intensity differences between the high density material and the low density material represented by the amplitude of the first peaks on the left-and right-side of the black vertical line, respectively, shown in Figure 2 (b) and (c). One step Landweber-type iteration with λ of 0.5 (x = x + λA b − Ax ) decreased the overall CT number so that it was close to the intensity level of the 2D shift-corrected reconstruction.
RESULTS
CONCLUSIONS
Although the previous 3D warping method performed better than 2D methods, the method suffered from underlying noise due to distance-related weighting distortion. We developed a simple but effective improved 3D warping method incorporating one step of a Landweber type iteration and bilateral filtering. The newly proposed improved 3D warping method (i.e. iterative 3D warping) suppressed background noise effectively and also reduced artifacts such as metal marker-induced streaks while preserving fine spatial resolution. The noise level in the representative slice with iterative 3D warping was lower by at least 2.2 % than that with other methods.
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